
Aim

Evaluation of the clinical and radiographic outcomes with 3 brands of implants and implant-supported  
restorations in posterior maxillary and mandibulary sites of partially edentulous patients.

SUMMARY: High Success Rates and High Patient Satisfaction 
           with CAMLOG® Implants: 3 Year Treatment Outcomes

Conclusion

The 3 brands of implants evaluated exhibited similar positive treatment outcomes throughout  
the 3-year follow-up period.

High success rates and high patient satisfaction were observed with CAMLOG® implants.

Results

High success rates were statistically equivalent among the 3 implant systems tested,  
as evaluated by measurement of marginal bone loss.

 
  for implant-related discomfort, pain, or infection

Marginal bone loss after 3 years of function was similar, regardless of the implant system (CAMLOG: 0.25 mm), 
and is comparable to other published values.
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STATEMENT OF PROBLEM: Survival rates of implants 
in posterior regions vary among clinical studies. Pro-
blems occur more often in the posterior segment of 
the maxilla due to proximity of the maxillary sinus and  
reduced quality or quantity of alveolar bone. 

PUR POSE: This clinical study evaluated the treat-
ment outcomes of 3 brands of implants in the posterior  
maxillae and mandibles of 63 patients. Treatment outcomes 
of all implants were assessed according to implant type,  
location, patient gender, periodontal status, and prosthesis 
type. 

MATERIAL AND METHODS: -

hundred twelve implants were located in the posterior  

 
 

-
 

loaded until osseointegration was complete, which was  

-

by implants only. Standardized radiographs were made, 

and clinical parameters were recorded at prosthesis  

along with any biological and mechanical complications. 

RESULTS: -
gration period in 1 woman due to infection. The cu-

-
-
 

 
-
-
 

abutment loosening was observed and both the crown 
and the abutment were replaced. Patient satisfaction in all 
groups was high. 

CONCLUSION: The 3 brands of implants evaluated in  
this study exhibited similar positive treatment outcomes  
after 3 years.
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